Insulin pump users worldwide depend on insulin infusion sets (IISs) for predictable delivery of insulin to the subcutaneous tissue. Yet emerging data indicates that IISs are associated with many pump-related adverse events and may contribute to potentially life-threatening problem of unexplained hyperglycemia. The relative scarcity of published research on IISs to date, the heterogeneity of regional IIS practices, and the increasing demand for international standards guiding their use prompted convening of a panel of diabetologists and diabetes nurse educators last February, in Milan, Italy, to discuss a framework for optimizing IIS practice in Europe. The multinational panel was tasked, first, with identifying the often-overlooked IIS issues that can affect patients' experience of pump therapy-e.g., partial or complete blockage of the cannula, skin pathologies, unpredictable variations in insulin absorption, dislodgment, and the demands of site rotation and set changesand, second, with establishing direction for developing cohesive protocols to assure long-term success.
R ecent calls for more systematic monitoring of insulin pump therapy have focused attention on the safe and efficient use of insulin infusion sets (IISs). [1] [2] [3] [4] [5] IISs are essential for reliable delivery of pumped insulin to the subcutaneous (SC) tissue, and their role in the outcome of pump therapy has been largely under-appreciated. According to a joint statement of the European Association of the Study of Diabetes (EASD) and the American Diabetes Association (ADA), IIS issues have led to the greatest number of pumprelated recalls by the US Food and Drug Administration (FDA). 2 The statement asserts that comparable information is not publicly accessible in Europe and emphasizes the need for transparent reporting systems aimed at distinguishing IIS-related adverse events from other problems of insulin infusion. 2, 6 In addition, it supports improved understanding of the interrelationships of IIS design, physiological and behavioral factors affecting day-to-day wear, and system factors, such as reimbursement and education, to promote successful pump therapy over time. Directing resources to this end may also help accelerate development of ''artificial pancreas systems,'' which combine continuous glucose monitoring (CGM), algorithms, and pump technology for automated insulin delivery. 7 Given the dearth of published research on IISs, the heterogeneity of regional IIS practices, and increasing demand for international standards guiding their use, 1, 8 a panel of diabetologists and diabetes nurse educators (DNEs) from France, Germany, The Netherlands, Italy, and Sweden convened in Milan, Italy in February 2016, to discuss a framework for optimizing IIS practice in Europe. This meeting followed a similar Expert Workshop held in 2015 in New Orleans, USA, that updated practical guidelines for IIS education put forth in a 2011 white paper of the American Association of Diabetes Educators. 5, 9 With the objectives of setting expectations for IIS technology and supplementing existing practical guidelines, 5, 9, 10 the multinational panel reviewed IIS-related complications of pump therapy encountered in clinical practice, considered country-wide policies to prevent and mitigate such complications, and updated priorities for improving IIS education on issues of device selection, skin care, and troubleshooting unexplained hyperglycemia. A summary of the discussion follows.
Etiologies of IIS Failure
Inaccuracies of insulin delivery related to IISs have a multifactorial etiology that is not well understood. Even when best practices for insulin pump therapy are followed, infusion-set failure occurs in some patients, potentially leading to diabetic ketoacidosis (DKA). Sources of IIS failure that could result in disrupted insulin delivery are kinking, dislocation or leakage of the cannula, reservoir leakage, a loose connection between the reservoir and cannula, insulin precipitation in the cannula, or occlusions which may or may not trigger pump alarms (see below). [3] [4] [5] 11 In addition, impaired insulin action could result from inflammation at the site of the insertion, blood in the cannula or insertion site, a tissue reaction after a prolonged interval between infusion set changes, or the cannula being placed in unhealthy tissue (e.g., areas of lipohypertrophy).
Most studies evaluating IIS adverse events are based on patient questionnaires; consequently, events that are not readily viewable, such as blockage or occlusion, may be subject to interpretation. In a recent survey of 92 patients with type 1 diabetes, more than half of subjects reported issues with either kinking (64%) or blockage (54%), and approximately one-quarter noted the presence of lipohypertrophy (swelling and/or induration of fat tissue that may impair insulin absorption). 3 Over 80% of the sets used by survey respondents in this study featured Teflon cannula.
An earlier nationwide pediatric surveillance of IIS use in Austria and Germany, in which 43% of subjects used a steel infusion set, revealed that 29% of patients had no IIS issues; however, the remaining 71% (n = 475) reported an infusion set event. 12 The most frequent of these was IIS occlusion (34%). Others included blood in the IIS (14%), skin redness (11%), and bent cannula (10%). The finding that 36% of the reported complications occurred by the end of day 1 of IIS usage and 82% by the end of day 2 confirms the need for frequent set changes, especially in children.
In a prospective study of IIS function in 20 patients using either a steel or a Teflon cannula for up to 7 days, 30% of both types of sets were removed because of hyperglycemia that failed to respond following a correction dose, 13% because of pain at the infusion site, 10% were pulled out accidentally, 5% fell out because of loss of adhesion, 4% were removed because of infection, and 10% showed erythema and/or induration of >10mm. 4 The authors of this study concluded that the strongest predictor of set reliability was the individual patient, not the type of IIS.
Noting the continued expansion of pump use in Europe and the need for more robust evidence regarding IIS outcomes, the panel endorsed scientific initiatives that integrate data from healthcare professionals, pump companies, and local patient registries in order to define the actual frequency and mechanisms of infusion set failure. 8 
Unexplained Hyperglycemia
In addition to the common sources of IIS failure cited above, the panel singled out unexplained hyperglycemia as an ''under-reported, under-estimated, and under-discussed'' etiology, leading to a significant psychological burden and, potentially, discontinuation of pump therapy and/or DKA. 13 In a multicenter, 13-week study with 256 subjects wearing an IIS with a Teflon cannula for a mean duration of 71 hours, approximately 61-68% of subjects reported one or more episodes of unexplained hyperglycemia and/or infusion set occlusion per month depending on the type of rapid-acting insulin used, and 30% experienced an occlusion alarm. 11, 14 Anecdotal evidence suggests that 30-50% of set removals are due to unexplained hyperglycemia, defined as a blood glucose level >250 mg/dL that does respond to a bolus dose with no apparent medical, dietary, insulin dosage, or pump-related origin. Moreover, the time to occlusion alert may differ depending on the programmed basal rate, length of the infusion catheter tubing, and pump model. 15 
Unexpected Flow Interruption
Significantly, recent data have demonstrated that delayed and/or decreased insulin concentration during infusion associated with in-line pressure increases do not always trigger occlusion alarms. 11, [16] [17] [18] [19] [20] This finding has given rise to the identification of flow interruptions, sometimes called silent occlusions (defined as a continuous rise in in-line pressure for at least 30 minutes) in research studies, that may underlie some episodes of unexplained hyperglycemia in insulin pump users. As background, investigators installed pressure sensors into infusion lines to measure correlations between in-line pressure variability and insulin flow reliability during continuous basal intradermal infusion. In comparing the measurements to SC controls, they observed that marked increases in in-line pressure during the SC infusion periods (signifying flow interruptions) occurred over a 24-hour period without activating the insulin pump occlusion alarm. This discovery led to development of a novel side-ported cannula that reduces the impact of such pressure increases by enabling insulin flow out of two channels. Two separate studies comparing the effect of the novel IIS (BD FlowSmartÔ; Becton Dickinson and Co., Franklin Lakes, NJ) with a widely used device (Quick-set Ò ; Medtronic MiniMed, Northridge, CA) confirmed that the formation of dual depots from the side-ported cannula was associated with a 75% reduction in the occurrence of flow interruptions for at least 4 hours after insertion.
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This is clinically relevant because Teflon catheters have a 9% to 15% failure rate (blood glucose value of >250 mg/dL and not decreasing at least 50 mg in 1 hour post-correction bolus) following insertion. 4, 21 Choosing and Using an IIS As described below, educating patients in preventing IIS failure and troubleshooting possible causes is often timeconsuming and outside physicians' scope of work. 8 Thus the panel stressed the need for educational tools and device designs that facilitate appropriate set selection, healthy IIS habits, and cohesive practice standards in the heterogeneous settings of European healthcare delivery.
Selecting an IIS
Options for choosing an IIS vary according to country and whether DNEs are part of the healthcare environment. In The Netherlands, for example, patients receive most of their pump education from DNEs, whereas in other countries timepressed physicians are often responsible for education and follow-up. 8 Education may be protocol-driven, as in the Netherlands, or entirely customized, as in Sweden. Under all circumstances, a trained clinician should observe patients inserting their infusion set upon initiation of pump therapy. Set choice should be guided by patient/caregiver preference, age, duration of diabetes, skin characteristics, physical activity, and dexterity issues. 5 Ideally, criteria for choosing an IIS should be discussed prior to ordering the insulin pump and different models should be available in the clinic for examination and discussion. If possible, clinicians should practice inserting an infusion set and wearing different sets themselves in order to appreciate patients' actual experience.
Citing video demonstrations as an important means of teaching patients about IIS features, the panel recommended development of an open-access, non-promotional website showing commercially available insulin infusion sets, together with related links to manufacturers' video demonstrations. It was noted, however, that such videos should not take the place of face-to-face education and informed recommendations from a knowledgeable healthcare professional. 
Steel versus Teflon Cannulas
There is limited published data about the number of pump wearers in different countries using steel versus Teflon cannulas. Survey data indicate that steel cannulas are more commonly used in Europe than in the United States. 22 The panel observed that Europe is moving significantly toward Teflon, with the exception of Germany, where approximately 40% of cannulas now in use are steel. In France, by contrast, steel cannulas are not used at all. Given the equivocal evidence in favor of or against these materials, the choice is often left up to the patient unless there are clear predisposing individual factors toward using one type over the other (Table 1) . 23 The panel generally recommended changing IISs every 2 days for steel and 3 days for Teflon. This change frequency is based on empirical evidence, however, and practice varies among patients and countries. 22, 24 For reasons still unknown, some patients can exceed advised wear-times without developing skin reactions or worsening of glycemic control, whereas others must change their sets more frequently than recommended to prevent adverse events. More research, including skin biopsies, will be needed to distinguish the mechanisms behind these individual differences.
Establishing Healthy IIS Practices
Infusion set problems frequently resolve once the patient adjusts his or her technique (see below), attends to adhesion and line-anchoring issues, and/or switches to a more suitable IIS. Owing to the short half-life of rapid-and short-acting insulin used in pumps, any disruption of insulin delivery can result in hyperglycemia within four to eight hours. If the incident occurs overnight, DKA may ensue in the morning. In a study of 30-minute IIS disconnection, blood glucose levels increased by 1 mg/dL for each minute (up to 3 hours) that basal insulin infusion was interrupted. 25 The panel underscored the value of explaining common causes of IIS failure at the outset of pump therapy to minimize risk of future DKA and other metabolic derangements. 26 Patients should be advised that IIS issues may occur even when devices are used correctly, and that inspection of the IIS at least twice daily in addition to frequent blood glucose measurement is necessary to set a course for proactive IIS management. Table 2 presents a checklist to prevent or, if necessary, remediate cycles of poor glycemic control related to IIS failure. The table is intended as a template for promoting awareness, and may be customized by healthcare practitioners in varied clinical settings. Key areas of IIS education include site selection, preparation, rotation, skin maintenance, and DKA prevention. Items should be verbally, visually, and manually reviewed with the patient, as appropriate, and entered into the medical record at each clinic visit.
Site Selection and Rotation
At the beginning of pump therapy, patients generally find IIS insertion easiest at viewable locations. The abdomen (avoiding bony protrusions and the umbilical area) or the outside front thigh is often chosen, but other common sites include upper buttocks, the back of the arm, the lower back, and, for pregnant women, just below the waistline at the side of the body. 5, 9 The panel stressed that sites should be individualized according to patient preference. Areas near belts, waistbands, or zippers should be avoided. Patients who have difficulty inserting their infusion set manually may prefer a mechanical insertion device (autoinserter). Autoinserters are generally recommended when the cannula material is Teflon. However, all patients should be trained in techniques of manual insertion as well. Lifting a skin fold is often advised if there is minimal SC fat at the infusion site and the patient is using an angled set. The smallest diameter needle/cannula should be considered to reduce pain (or the perception of pain).
Patients should be educated early and regularly on the importance of inserting the cannula into healthy SC fat tissue, avoiding underlying muscle as well as areas of skin irritation, infection, scarring, ''pump bumps'' and lipohypertrophy. 5 Lipohypertrophy is a thickened rubbery swelling of adipose tissue that may be soft or firm; pump bumps manifest as small reddish papules at insertion sites; and scarring feels like small to large firm lumps under the skin. Infusion sites should be rotated to minimize the risk of these deleterious side effects. Lipohypertrophy, in particular, may affect insulin absorption, potentially contributing to hyper-and hypoglycemia, as well as unpredictable glucose variability. 27 Since the initial stages are usually easier to feel than to see, all patients who infuse insulin must have their sites visually inspected and palpated at each clinic visit, or at least once annually. Clinicians should inspect multiple sites (not just one chosen by the patient) using directional lighting while the patient is either in a standing position or lying down with knees bent. Two fingers should be used to apply downward pressure, working inward to feel for a hardened ridge or ''step up'' from the soft tissue surrounding the site. Once the borders of the lesion are determined, the area should be outlined (using a skin-safe pen with the patient's consent), measured, and, if possible, photographed for uploading to the electronic medical record (EMR). 10 Patients should be encouraged to self-inspect sites-preferably while in a standing position and using a hand lotion or gel-to target healthy tissue for set insertion. Frequent blood glucose monitoring is advised upon transitioning from unhealthy to healthy tissue since insulin needs are often reduced when absorption is improved. It should be noted, too, that poor absorption from infusing into damaged tissue may lead to delayed onset of insulin action and increased risk of hypoglycemia due to overlapping correction boluses (stacking). 28 Strategies for correct rotation technique have not been formally established, but conventional wisdom supports inserting the cannula approximately 2 inches away from the old site for angled sets, approximately 1 inch away for 90°sets, and at least 2 inches from current CGM sites. 5 Securing the infusion line about 2 inches away from the set with a piece of tape, creating what is often referred to as a ''safety loop,'' can help to keep the cannula in place and reduce the risk of dislodgment. Moreover, it has been surmised that set insertion in a supine position, such as lying down in bed, may lead to 520 DEISS ET AL.
cannula kinking or occlusion afterwards when changing body position. Although more research is needed to understand the effects of body position on insulin flow, especially during sleep, inserting the set while standing may be preferable.
Site Care and Adhesion
Skin maintenance and attention to adhesion issues are crucial to preventing site irritation and cannula dislodgment. These topics should be emphasized at the outset of patient training and refreshed at least annually. Departing from practice in the United States, where cleaning the skin with non-alcoholic wipes is recommended, the panel agreed that disinfection of the infusion site is not necessary if patients employ normal hygiene practices, such as washing with mild soap and water. Nevertheless, antimicrobial body washes, such as Hibiclens Ò /Octenisan Ò , may be helpful in patients prone to skin infection. Hands should be washed thoroughly before IIS insertion and the top of the insulin vial should be cleaned with alcohol.
Products that form a barrier between the set and the skin, where oil and moisture can accumulate, may be applied topically before insertion to keep the set in place longer and prevent skin irritation. A non-deodorant antiperspirant, used on the site approximately 10 minutes before insertion (to allow for drying), may also enhance adhesion for patients who sweat profusely, are highly physically active, and/or have thick body hair. Another option for stabilizing the set is the use of flexible ''tape'' that adheres to both the skin and the IIS catheter. Covering the top of steel sets in particular with an adhesive ''overbandage'' can provide further reinforcement. Adhesive barriers, such as Skin-Prep/CavilonÔ, or underbandage, such as Fixomull Ò -Stretch and hydrocolloid tapes (Mepilex Ò Lite, Comfeel Ò Thin), are commonly used. It is important to avoid stretching the tape over the skin, which can make removal difficult.
Priming
The panel was divided on the issue of priming (filling the cannula after insertion), though agreed that the preferable timing for insertion is before a meal and never before bedtime. Priming was customary in Germany, for example, until it was observed that there was little effect on hyperglycemia. Thus the current trend is to time the insertion with the meal bolus and ''push the insulin through.'' If priming is practiced, the recommended fill amount is 0.3 U for a 6 mm polymer cannula and 0.5 U for a 9 mm polymer cannula. All patients should be instructed to monitor their blood glucose levels two hours following infusion set changes (making sure to plan insertion schedules accordingly). 26 Additionally, patients should always fill the reservoir with insulin that is room temperature to avoid air bubbles entering the infusion line. Formation of large enough bubbles (>2 cm) has the potential to replace insulin, which in turn could lead to hyperglycemia or increased ketones in blood. 23 Managing IIS Failure and DKA When a patient presents with IIS failure, patients and clinicians should: 1) examine the site, skin, and line anchoring; 2) review blood glucose and CGM data (if available) for unexplained hyperglycemia, and: 3) elicit information about the surrounding circumstances in order to better understand ways to intervene and prevent recurrence. 5, 26 Interruptions of insulin flow should be investigated in any patient with unexplained glycemic variability, unexplained hyperglycemia, or frequent hypoglycemia/hyperglycemia. Questions that may help clarify the problem are: 1) Do correction boluses sometimes not work? 2) Do some highs only correct when you change your infusion set? 3) How many days do you usually wear an infusion set? 4) Does the skin where you wear your infusion set look different from other parts of your body? 5) How often do you experience hyperglycemia with no apparent cause? 5 Evidence of unexplained hyperglycemia warrants particular vigilance in the presence of sudden glucose elevation (>250 mg/dL) that is unrelated to a meal and accompanied by nausea or vomiting. Acknowledging that protocols vary in different countries and patient groups, the panel offered general recommendations for DKA prevention as follows.
If glucose levels do not normalize within 2 hours of administering a correction bolus, the patient should check his or her blood ketones. It was the opinion of the panel that urine ketone determination should be abandoned since ketones show up late in urine compared with blood and also decrease later after supplemental insulin is administered. Since ketones in the blood or urine signal an advanced failure in insulin delivery, the patient should also administer rapid-or fast-acting insulin by pen or syringe, based on his or her correction dose algorithm. The current infusion set and infusion reservoir/cartridge should be replaced during this time as well. The panel noted that a blood ketone level of >0.7-1.5 mmol/L (urine ketones, negative to small) may require a larger dose of insulin (e.g., twice the correction dose). If blood ketones are above 1.3 mmol/L (urine ketones, moderate to large), the patient should call the diabetes team for advice about additional insulin replacement, since this level of ketones indicates initial risk for acidosis. Blood ketones >3 mmol/L (urine ketones, large) require emergent care. 29 
Leveraging Information to Improve Care
Given increasing demands on Western European healthcare systems, the panel stressed the need for studies to support the cost-effectiveness of pump practices, supplies, and access to diabetes education, which is not routinely reimbursed. 8 It was noted that such studies may be facilitated by more widespread use of diabetes management software (e.g., CareLink Ò , Diasend Ò ) that reveals specific information, such as total daily insulin dose (including percentage basal versus bolus insulin, which can indicate impaired insulin absorption), bolusing patterns, and frequency of IIS changes. Such electronic information could be uploaded to large data repositories for translational research, or used in office settings as a basis for troubleshooting unexplained hyperglycemia. In the Netherlands and Sweden, for example, downloaded pump, blood glucose, and/or CGM data are shared among members of the diabetes team, either via printouts or at group meetings, and analyzed collaboratively in order to target problems that may later be discussed during the office visit. This method is consistent with general trends among European healthcare authorities to support potentially cost-saving education and team-based care for chronic disease. 8 Formalizing pump training through centers of excellence and reimbursement programs is an additional avenue for motivating practitioners to use uploaded data and IIS management tools, such as the checklist in Table 2 of this article. Physicians, in particular, should be taught to recognize patterns of unexplained hyperglycemia, deduce the frequency of infusion set change (which may be different from patient report), and identify skin pathologies that affect IIS selection and subsequent usage over time. The training program should include documentation practices compatible with a centralized, publically accessible international database for AE reporting. 2 
Education
In Western Europe, diabetes education is often left to physicians and diabetes teams who have limited time for the effort needed to become proficient in all aspects of pump therapy management. Insulin pump manufacturers may fill this gap by providing their own training programs (although some countries such as France do not allow industry involvement). The panel agreed that, given current realities, optimal, ageappropriate practices for IIS usage should be featured more prominently in pump manuals and brochures, avoiding brand bias. 30 It was also observed that the goal of adapting sophisticated insulin infusion devices to the day-to-day needs of patients will depend in part on more widespread participation of DNEs in mainstream healthcare. This evolution should come with improved reimbursement of training and services, such as educating patients about IIS options and site care. Cost-effectiveness studies are expected to show that attendant reductions in hospitalizations for DKA and other complications of IIS failure would make this investment worthwhile.
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Conclusion
Emerging data that IISs are implicated in a large percentage of reported as well as still unrecognized pumprelated AEs have led to a renewed focus on IIS design and usage. A novel side-ported cannula that mitigates flow interruptions exemplifies the potential for pursuing sciencebased design solutions. However, technology will work only as well as the education surrounding it. Thus, more opportunities for IIS education will be needed. This prospect is particularly challenging in some European countries, where physicians carry full responsibility for teaching and followup of pump-therapy patients. The goal of this article is to highlight the often-overlooked IIS issues that can affect patients' experience of pump therapy-i.e., partial or complete blockage of the cannula, skin pathologies, unpredictable variations in insulin absorption, dislodgment, and the demands of site rotation and set changes-and provide impetus for developing cost-efficient DNE-driven education to better assure long-term success. To date, off-label extended use of IISs has not been evaluated, so optimal wear-time in real life remains unknown. A summary of high-level recommendations is provided in Table 3 . Table 3 . High-Level Recommendations for Improving IIS Outcomes
Priorities for Action
Establish IIS documentation practices compatible with a publicly accessible international database for transparent AE reporting. Support scientific initiatives that integrate data from healthcare professionals, insulin pump companies, and patient registries with the aim of determining the actual frequency and mechanisms of IIS failure. Design multi-media educational tools to facilitate appropriate IIS selection and healthy practices in the heterogeneous settings of European healthcare. Develop an open-access, non-promotional website showing commercially available IISs, together with links to manufacturers' video demonstrations; multiple independent stakeholders should be enlisted in this effort. Promote research, including skin biopsies, to distinguish the determinants of optimal IIS wear-time in individual patients. Advise all patients at the outset of pump therapy that IIS issues may occur even when devices are used correctly, and that many of these issues are often solvable if reported promptly. Observe infusion set insertion and inspect insertion site (both visually and ''by feel'') as part of standard care for all clinicians treating pump-therapy patients. Review the importance of site rotation, skin maintenance, and distinguishing healthy from unhealthy tissue at the start of pump therapy training and at least once annually. Encourage the use of diabetes management software for detecting and troubleshooting unexplained hyperglycemia/unexpected flow interruptions; mine data for purposes of large-scale translational research aimed at understanding the interrelationships of IIS device design and physiological/behavioral factors affecting day-to-day wear. Replicate centers of excellence that support DNE functions, and structure reimbursement for pump training and ongoing education accordingly. Urge pump manufacturers to share IIS ''hotline'' data with healthcare authorities and to promote healthy IIS practices in their manuals and brochures. Refine cost-effectiveness studies to better understand the expense associated with DKA and attendant hospitalizations versus investing in diabetes education and proactive IIS management. AE = adverse event; DKA = diabetic ketoacidosis; DNE = diabetes nurse educator; IIS = insulin infusion set.
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